Distal embolization after net protective stent (MGUARD) implantation in a degenerated saphenous vein graft lesion.
We describe a case of distal protection failure using the net protective stent system, MGUARD (InspireMD, Tel Aviv, Israel), in a degenerated saphenous vein graft (SVG) lesion.